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iO  .^ABSTRACT  (Continue  on  reverie  tide  II  neeeeeery  end  Identity  by  block  number )  *• — 

""^Hhis  research  program  is  concerned  with  the  continued  davrlnpmanf  -err  the 
physics  and  the  application  of  low  energy  x-ray  and  associated  electron 
interactions.  It  has  been  concentrated  upon  the  sub-kilovolt  energy  region 
v/here  the  need  has  been  greatest  for  the  development  of  efficient  and  precise 
spectroscopic  methods,  for  the  measurement  of  fundamental  interaction  cross 
sections,  and  for  the  basic  theoretical  modeling  of  certain  important  x-ray 
and  electron  interaction  processes  as,  for  example,  x-ray  induced  photo¬ 
emission  and  fluorescence.  This  work  is  applied,,  independently  (cont.) 
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and  collaborativelyT^o  two  areas  of  considerable  present  importance  and 
need: 

I'he  development  of  high  efficiency  spectroscopic  methods  that  can  be 
effectively  applied  to  the  diagnostics  of  high  temperature  plasmas--particu- 
larly  as  generated  by  high  power  pulsed  lasers,  electron  or  ion  beams  and 
by  exploding  wires,  for  which  high  temporal  resolution  as  well  as  high 
spectral  resolution  is  needed  .'">These  developments  include  continued  studies 
on  the  optimization  and  precise  photon-energy  calibration  of  x-ray  photo¬ 
cathode  sysiems -as-nrayite  "applied  in  x-ray  detectors,  streak  and  framing 
cameras'., 

2.  ^/he  testing  and  application  of  high-efficiency  low-energy  fluorescent 
spectroscopic  measurement  and  analysis  for  valence  and  molecular  orbital 
electron  energy  state  studies,  for  the  solid  state  characterization  of 


surfaces,  and  for  studies  of  the  effects  of  radiation  damage.  The  molecular 
orbital  and  valence  band  spectra  can  provide  much  needed  com|iffementary 
information  to  that  as  obtained  by  x-ray  and  UV  excitation  photoelectron 
spectroscopy,  and  can  also  provide  an  important  basis  for  testing  and  guiding 
the  new,  large- computer  theoretical  calculations  for  the  electronic  structure 
of  matter. 


Presented  here  is  a  brief  description  of  these  research  schedules. 

The  Appendices  include  a  listing  of  research  accomplishments  as  reported  to 
date,  along  with  abstracts  of  this  project's  more  recent  research 
publications. 
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This  1978-79  Interim  Scientific  Report  includes  the  following 
sections: 

1.  A  preprint  of  a  paper  presented  for  an  international  seminar  at 
the  University  of  Hawaii,  November  5-9,  1979.  This  review  paper  by  the 
principal  investigator  discusses  the  current  research  in  low  energy  x-ray 
and  electron  physics  of  this  AFOSR  program. 

2.  A  brief,  general  description  of  this  program  as  to  its  background, 
its  continuing  objectives,  and  its  accomplishments. 

Appendix  I:  Some  first-page  abstracts  of  recent  publications. 

Appendix  II:  A  listing  of  principal  publications  of  this  program 
to  the  present  date. 

Appendix  III:  A  listing  of  persons  acquainted  with  this  research 
program. 

Appendix  IV:  A  listing  of  papers  presented  by  the  principal 
investigator  from  1970  to  the  present  date. 


A  l '  I''-'-- 

Th  -  -  ■ 

£>; 

D  i  ~  .  >'  ■*- 1 

A.  D.  * — 

Xu  clinic 


.l.cu  Oii'icer 


d  3 

*  _  ■J  -  (Vb)  • 


1 


Invited  Paper  Presented  at  an  International  Seminar  on 
Synchrotron  Radiation  Facilities 
University  of  Hawaii,  November  5-9,  1979 

To  be  Published  in  Nuclear  Instruments  and  Methods 

X-RAY  SPECTROSCOPY  IN  THE  100-1000  eV  REGION 

Burton  L.  Henke 

Univeisity  of  Hawaii 
Department  of  Physics  and  Astronomy 
2505  Correa  Road,  Watanabe  Hall 
Honolulu,  Hawaii  96822 

ABSTRACT 

Some  current  methods  for  achieving  low-energy  x-ray 
spectroscopy  in  the  10-100  A  region  are  reviewed. 

Gratings,  crystals  and  multilayers  can  be  used  as  mono¬ 
chromators  or  dispersive  analyzers.  Some  of  the  important 
characteristics  are  noted  here  which  can  help  to  determine 
their  applicability  to  a  given  spectroscopic  analysis  need 
The  "trade-off"  between  resolution  and  spectrographic 
speed  (gratings  vs  multilayers)  may  be  an  important 
consideration  when  the  number  of  photons  available  for 
measurement  is  limited,  as,  for  example,  by  the  excitation 
dosage  allowed  for  a  given  sample.  For  pulsed  x-ray 
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sources  and  for  time-resolved  spectroscopy,  special 
fixed-crystal  spectrographs  have  been  developed. 

These  may  be  applied  with  x-ray  diodes  and  fast 
oscilloscopes  or  with  x-ray  streak  cameras  for  detec¬ 
tion.  The  optimum  design  and  characterization  of  the 
photocathode  systems  for  such  detection  have  been 
studied  in  detail  and  some  of  the  results  of  this  work 
are  briefly  reviewed. 
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I.  INTRODUCTION 

The  new  synchrotron  radiation  and  laser-produced 
plasma  sources  can  provide  pulsed,  broad-band  radiation  in 
the  uv  and  x-ray  region  of  such  high  intensity  as  to  present 
a  new  dimension  for  spectroscopic  analysis.  This  may  be  of 
particular  importance  for  low  energy  x-ray  spectroscopy  in 
the  10-100  A  region  for  which  high  intensity,  selective 
excitation  has  generally  not  been  available. 

X-ray  absorption  and  emission  spectroscopy  in  this  low 
energy  region  is  of  considerable  interest  for  the  measure¬ 
ment  of  the  spectra  that  originate  from  transitions  between 
the  outermost  electronic  levels  and  the  relatively  sharp, 
first  core  levels.  Such  valence  band  spectroscopy  can 
sensitively  reflect  the  chemical,  optical  and  electronic 
properties  of  matter. 

The  importance  of  having  continuous  selectivity 
of  the  excitation  for  absorption  spectrometry  is  well  known, 
particularly  for  the  extended  absorption  fine  structure 
measurements.  Selective,  narrow-band  excitation  can  also  be 
of  critical  advantage  in  emission  spectrometry  in  order  to 
provide  "clean"  meaningful  spectra  with  a  minimum  of  back¬ 
ground  radiations,  and  to  minimize  possible  effects  of 
radiation-induced  changes  in  the  sample. 

An  illustration  of  the  critical  role  of  radiation 


4 


damage  in  molecular  orbital  spectroscopy  is  presented  in 
Fig.  1.  The  Chi ori ne-Lj j ^ j j j  spectra  in  the  150-250  eV 
region  were  measured  in  order  to  determine  the  relative 
molecular  orbital  strengths  of  s  and  d  symmetries  for  various 
oxidation  states  in  chlorine  compounds.1  In  the  design  of 
such  measurements  it  is  necessary  to  know  how  much  radiation 
dosage  can  be  tolerated  without  significantly  affecting  the 
spectrum  characteri  stic  of  the  system  under  study.  Shown 
here  are  "fast"  spectral  scans  that  were  taken  as  a  poly¬ 
crystalline  sample  of  NaClO^  was  irradiated  under  a  typical 
excitation  line  source  of  C-Ka  (  277  eV)  of  1.75  x  1013 
photons/cm2 -sec  intensity  at  the  sample  surface.  Demonstrated 
here  upon  an  analysis  of  the  successive  spectra  is  a  radiation 
induced  reduction  of  the  NaC104  through  the  various  oxidation 
states  to  finally  that  for  the  NaCl  state.  The  allowable 
radiation  exposure  for  a  proposed  spectral  analysis  measure¬ 
ment  can  be  determined  from  such  data  and  the  required 
"speed"  for  an  appropriate  spectrograph  is  fixed  as  is 
usually  the  spectral  resolution  that  may  be  expected.  For 
high  resolution  spectroscopy  of  many  materials,  it  is  very 
important  to  selectively  excite  the  spectra  with  only  those 
photons  of  such  energy  as  to  be  most  efficient  in  creating 
the  desired  "hole"  states.  Then  a  minimum  of  excitation 
energy  is  deposited  for  the  given  measurement  and  the 
radiation  damage  is  correspondingly  minimized. 

An  example  is  shown  in  Fig.  2  that  illustrates  the 
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importance  of  narrow-band  selective  excitation  in  emission 
spectroscopy.  Argon-L j j ^ j j j  spectra  were  studied  in  order  to 
determine  the  possible  differences  in  the  outer  electronic 
level  structure  for  the  gas  and  solid  states.2  Shown  here  is 
the  Ar-Ljj^jjj  spectrum  of  solid  argon  selectively  excited  by 
a  C-Ka  (277  eV)  line  source  and  resulting  from  predominantly 
single  ionizations  of  either  the  2p}g  or  leve^s*  The 

allowed  transition  from  the  Mj  level  results  in  the  expected 
doublet  with  the  statistical  weights  of  2:1  in  the  spin-orbit 
splitting  of  2.2  eV.  Also  shown  here  is  the  spectrum  measured 
under  similar  conditions  but  with  Cu-La  (932  eV)  line  source 
excitation.  This  excitation  results  in  the  obliteration  of 
the  single-electron  transition  spectrum  by  the  superposition 
of  slightly  higher  energy  satellite,  multiple  ionization 
structure.  The  ionization  energies  of  the  Lj  and  the  Ljjj]] 
levels  are  320  and  250  eV,  respectively.  With  the  Cu-La 
(932  eV)  excitation  the  Lj  level  is  also  ionized.  The  Lj  hole 
decays  by  a  Coster-Kroni g  process,  for  example  as 
resulting  in  a  double  vacancy  and  consequently  the  high  energy 
satellite  of  the  Ln^n  spectrum.  The  selective  excitation 
of  only  the  1  evels  resul ts  primarily  in  a  single 

electron  transition  spectrum  that  is  immediately  amenable  to 
relatively  simple  theoretical  modeling.  A  nonselective  excita¬ 
tion  typically  results  in  multiple  ionization  structure  (and 
often  high-order  dispersed  background)  that  seriously 
compromises  the  spectral  analysis. 


3  hr. 


9-MINUTE  Cl-Lntra 
SPECTRAL  RUNS 
VS 

RADIATION  DOSE 
ON 

NaCIO^ 

(C-Ka  EXCITATION) 

(2deff  =  79.9  A)  i 

Figure  1.  Radiation-induced  decomposition  of  polycrystalline 
NaC104.  Excitation  intensity  was  similar  to  that  employed 
for  the  Cl-Ln  ,m  spectroscopy  (1.75  x  1013  C-Ka  (277  eV) 
photons  per  sec-cmz  at  sample  surface).  The  quick  scans 
reveal  spectral  changes  corresponding  to  the  appearance  of 
reduction  products  such  as  NaC103  and  NaC102-  After  three 
hours,  the  spectra  corresponds  to  that  for  NaCl. 


Ar-Lnm  FLUORESCENT  SPECTRA 


Figure  2.  An  example  of  selective  excitation.  The  Ljj  jjt 
spectra  for  solid  argon  as  excited  by  C-Ka  (277  eV)  ’ 
and  Cu-La  (932  eV)  line  sources.  With  the  C-Ka  excitation, 
predominantly  Ljjand  L  j  j  j  levels  are  excited  (^250  eV  ion¬ 
ization  energy)  and  the  single  electron  transition.  In  ,111" 
Mj,  re suits,  revealing  the  spin-orbit  splitting  of  2.2  ev 

of  the  2pii  and  2P3/2  states  (peaks  1  and  2).  The  Cu-La 
excitation  can  also  excite  the  Lj  level  (^320  eV  ionization 
energy)  which  decays  through  a  Coster-Kronig  process  to 
create,  for  example,  the  double  vacancy  in  Ljj^jjj  and  in  Mj 
As  illustrated  here,  this  multiple  ionization  obliterates 
the  single  electron  transition  spectrum  by  a  superposition 
of  higher  energy  satellite.  (The  molecular  multilayer,  lead 
myristate,  was  the  analyzer  for  this  study.) 
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With  synchrotron  radiation  sources,  the  excitation  line 
source  is  replaced  very  effectively  by  a  narrow  band  selected 
by  a  suitable  primary  monochromator.  Such  a  monochromator 
for  the  low  energy  region  is  described  in  Sec.  II  on  multilayer 
analyzers . 

Another  important  capability  of  the  new  synchrotron  and 
laser-produced  plasma  sources  is  that  the  high  intensity 
radiation  can  be  presented  in  pulses  of  duration  in  the  sub¬ 
nanosecond  region.  With  a  proper  choice  of  the  photocathode, 
x-ray  streak  cameras  can  be  used  to  characterize  the  structure 
of  these  pulses  in  the  picosecond  resolution  range  and  to 
apply  them  for  time-resolved  spectroscopy.  The  characteriza¬ 
tion  of  x-ray  photocathodes  for  photoelectric  detection  systems 
is  described  in  Sec.  III.  In  Sec.  IV  a  fixed-analyzer  crystal 
spectrometer  for  pulsed  x-ray  spectroscopy  and  for  time- 
resolved  spectroscopy  is  briefly  described. 

II.  LOW  ENERGY  X-RAY  ANALYZERS 
A.  Diffraction  Gratings 

The  advantage  of  the  grating  over  of  crystal  spectrograph 
in  the  low  energy  x-ray  region  of  10-100  A  is  its  higher 
resolution  capability.3  Typically  one  can  obtain  about  0.1  e'.1 
resolution  with  gratings  and  about  1  eV  resolution  with 
appropriate  crystals.  The  disadvantage  of  grating  systems  is 
that  the  grazing  incidence  geometry  that  is  required  is  more 
tedious  and  the  "speed"  or  effective  aperture  is  usually 
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considerably  smaller  than  that  of  the  crystal  spectrograph. 

As  suggested  above,  it  is  not  necessarily  the  intensity 
of  the  excitation  source  that  determines  the  requirement  for 
spectrographi c  speed  but  rather,  very  often,  it  is  the 
excitation  radiation  dose  permitted  by  the  sample  to  be 
analyzed.  It  is  of  considerable  importance  that  the  design 
of  grating  spectrographi c  measurements  be  optimized  as  to 
geometry,  excitation  and  detection  in  order  to  achieve  maximum 
speed  without  a  loss  of  the  high  resolution  capability.  In 
the  past  two  decades,  there  has  been  a  large  improvement  in 
the  overall  efficiency  of  x-ray  grating  spectrographs.4  Never¬ 
theless,  high  resolution  grating  spectroscopy  is  not  prac¬ 
ticable  or  even  possible  for  a  large  number  of  materials 
analysis  applications  because  of  insufficient  speed  and/or 
flexibility.  For  such  applications,  one  must  consider  the 
possible  advantages  of  low  energy  x-ray  crystal  or  multilayer 
spectroscopy . 

B.  Crystal  Analyzers 

For  an  optimization  of  a  crystal  spectrographic  measure¬ 
ment,  it  is  usually  important  to  choose  a  crystal  of  2d-value 
that  approaches  that  of  the  wavelengths  to  be  measured  in  order  to 
have  large  Bragg  angle  diffractions.5,6  Although  the  integrated 
reflectivity  of  the  crystal  analyzer  is  usually  maximized  for 
both  small  and  large  Bragg  angles,  the  large  angle  operation 
all ows  the  very  crucial  maximization  of  resolution.  The 
higher  angular  dispersion  for  the  large  Bragg  angles  allow  a 
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more  efficient  utilization  of  collimation  or,  alternatively, 
of  focussing  geometry  for  high  resolution  and  thus  a  minimum 
loss  of  aperture  or  speed.  At  the  small  Bragg  angle  operation 
for  the  low  energy  x-rays,  the  tail  of  the  specular  reflection 
distribution  from  the  crystal  may  contribute  an  appreciable 
background  relative  to  the  Bragg  reflected  spectrum.7 

For  spectroscopy  in  the  10-20  A  range,  the  most  effective 

analyzers  that  are  available  at  this  time  are  the  organic  acid 

phthalates  of  2d-values  of  25-27  A.8  These  include  potassium 

acid  phthalate  (KAP),  rubidium  acid  phthalate  (RAP)  and 

thallium  acid  phthalate  (TAP).  These  crystals  have  rocking 

curve  widths  (FWHM)  of  about  1  eV  and  relatively  high,  monotonic 

integrated  reflection  coefficients  for  the  10-20  A  band  as 

shown  in  Figs.  3  and  4.  Generally  these  analyzers  cannot  be 

used  for  analysis  above  20  A  because  of  the  marked  reflectivity 

9 

changes  near  the  Oxygen-K  absorption  edge.  It  is  also  impor¬ 
tant  to  note  the  existence  of  a  very  sharp  and  large  enhance¬ 
ment  of  reflectivity  at  23.3  A.  The  KAP  analyzer  can  be 
cleaved  to  sufficiently  thin  (*v200  microns)  and  flexible,  large 
area  sections  which  allows  it  to  be  bent  to  curvatures  suitable 
ror  focussing  crystal  optics. 

C.  Sputtered  and  Evaporated  Multilayers 

There  are,  at  present,  no  naturally  grown  crystals  of 
2d-val ues  in  the  40-50  A  range  that  are  suitable  as  analyzers 
for  the  20-50  A  wavelength  region  spectroscopy.  However,  it 
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has  been  recently  demonstrated  that  relatively  high  quality 

multilayer  analyzers  with  these  2d  values  can  be  constructed 

by  the  successive  vacuum  deposition  (sputtering  or  evaporation) 

of  heavy  and  light  element  of  alloy  layers.10*11  Preliminary 

evaluations  of  such  multilayer  systems  for  low  energy  x-ray 

spectroscopy  have  recently  been  made  at  this  laboratory  and  at 
12  13 

others.  ’  Shown  here  in  Figs.  5  and  6  are  the  reflection 
characteristics  of  a  sputtered  multilayer  constructed  v/ith 
62  d-spacings  of  11  A  tungsten  and  11  A  or  carbon.  The  multi¬ 
layer  was  mounted  in  a  flat-crystal  vacuum  spectrograph  and  a 
series  of  profiles  of  characteristic  line  sources  in  the  low 
energy  region  were  recorded  using  a  collimator  of  0.34° 

Gaussian  full  width.  Upon  decon vol uti ng  the  collimation 
broadening  and  that  caused  by  the  respective  emission  line 
widths,  the  intrinsic  reflectivity  curves  for  the  multilayer 
were  determined  and  found  to  be  essentially  Lorentzian.  Shown 
here  are  the  areas  under  the  I/I0-vs-e  deconvoluted  curves 
(the  integrated  reflectivity,  R,  in  mill  iradians) ,  the  FVJHM, 

W,  in  equivalent  eV  units,  and  the  peak  value  of  I/I0»  P  {%)  ■ 

As  noted  in  Fig.  6,  this  multilayer  had  n£  measurable 
even  or  odd  high  order  reflections,  indicating  that  the  layered 
structure  must  consist  of  a  graded  tungsten  carbide.  By 
modeling  this  structure  with  sinusoidally  varying  optical 
constants,  6  and  3,  as  shown,  a  theoretical  expression  for  R 
was  derived  and  plotted  here  for  first-order  reflection  and 

1  4 

which  becomes  equal  to  zero  for  all  high  order  order  reflections. 
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Figure  4.  The  relative  integrated  reflectivities  for 
thallium  acid  phthalate,  rubidium  acid  phthalate  and 
potassium  acid  phthalate  are  presented  here.  (The 
rocking-curve  width  also  increases,  however,  with  the 
atomic  number  of  the  cation.) 
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TUNGSTEN -CARBON  MULTILAYER  REFLECTION  [26-44  2  A) 
ENERGY  RESOLUTION.  W(eV)  PEAK  REFLECTIVITY.  P(%) 


E(eV) 


LORENT2IAN  ROCKING  CURVE 


I(0)/I0>  P{%) 


1(g)  (27 r)  R (Q0) 

I0  =  +  W2)2 


W(eV)  =  E 


W(RADIANS) 

tanG0 


Figure  5.  Reflection  characteristics  of  a  tungsten- 
carbon,  sputtered  multilayer  of  62  d-spacings  (11  A  of 
W  and  11  A  of  C)  and  an  effective  2d-value  of  44.2  A. 
Reflectivity  curves  were  obtained  by  the  deconvolution 
of  a  series  of  low  energy  x-ray  line  spectra  and  found 
to  be  essentially  Lorentzian.  Presented  here  are  the 
peak  reflectivities  and  the  FWHM  equivalent  energy 
widths. 
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TUNGSTEN-CARBON  MULTILAYER  REFLECTION  (40Q-I0Q0  cV  REGION) 


E(eV) 


EQUAL-THICKNESS  TUNGSTEN-CARBON  MULTILAYER  (2d -44.2  A) 
(NO  MEASURABLE  HIGH-ORDER  REFLECTION  FOR  Mg-Ka  (1254  eV) ) 


INTEGRATED  REFLECTIVITY.  R.  MODELED  BY 
SINUSOIDAL- GRADED  TUNGSTEN  CARBIDE 


FIRST  ORDER- 

P  JT_  (A8)2-HA/3)2  I  +  cos2  200 
"  "  32  Pt+Pz  sin20o 


ALL  HIGHER  ORDERS- 

R  -  0  60—  BRAGG  ANGLE 

Figure  6.  The  measured  integrated  reflectivities  for  the 
W/C  multilayer  described  for  Fig.  5.  This  multilayer  has 
no  high  order  reflectivity  indicating  that  the  structure 
is  probably  a  graded  tungsten  carbide  with  an  effectively 
sinusoidal  variation  in  the  optical  constants  6  and  p. 

A  theoretical  expression  derived  for  the  integrated 
reflectivity  for  this  multilayer  with  such  a  variation  in 
the  refractive  index  is  also  presented  here. 
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This  W/C  multilayer  analyzer  as  compared  with  KAP  has 
an  order  of  magnitude  larger  integrated  reflectivity,  but 
also  an  order  of  magnitude  larger  energy  width  (pass  band). 

In  the  20-50  A  region  with  a  2d-value  of  44.2  A,  it  has  very 
similar  reflection  properties  as  that  of  the  molecular 
multilayer,  lead  myristate,  of  80  A  2d-value.  At  this  point 
in  the  development  of  the  sputtered,  evaporated  and  molecular 
multilayers,  none  have  achieved  the  energy  resolution  of  1  eV 
for  the  20-50  A  wavelength  region. 

It  is  important  to  note,  however,  that  unlike  the  organic 
analyzers,  this  W/C  sputtered  multilayer  can  be  operated 
under  high  total  radiation  intensities  and  at  relatively  high 
temperatures  and  therefore  can  be  applied  at  this  time  as  a 
very  efficient  primary  monochromator  for  narrow-band ,  selective 
excitation  with  a  complete  rejection  of  high  order  reflected 
components . 

D.  Molecular  Multilayers 

Molecular  multilayers  have  been  developed  with  2d-values 
in  the  70-160  A  range.  For  the  50-100  A  wavelength  region, 
these  multilayers  have  high  reflection  efficiency  and  an  energy 
resolution  of  about  1  eV.  They  may  be  constructed  on  relative¬ 
ly  large  areas  and  upon  surfaces  of  any  curvature.  As 
depicted  in  Fig.  7,  the  molecular  multilayer  is  built  up  by 
the  successive  dipping  of  a  substrate  into  a  water  surface  on 
which  is  deposited  an  insoluble  monomolecul ar  layer  (usually 
a  lead  salt  of  a  straight-chain  fatty  acid--the  length  of  the 


MOLECULAR 

MULTILAYER  DEPOSITION 

(Y-TYPE) 


H20  +  Pb  ION  SUBSTRATE 
MENISCUS 


Figure  7.  Illustrated  here  is  the  deposition  of  a 
Langmuir-Bl odgett ,  Y-type  monomol ecul ar  layer  system  of 
a  salt  of  a  straight-chain  fatty  acid.  For  the  construe 
tion  of  molecular  multilayers  for  x-ray  analysis,  the 
cations  are  usually  heavy  metal  atoms  such  as  lead 
(circles). 
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chain  determines  the  d-spacing  of  the  multilayer).  The 
multilayers  that  have  been  developed  in  this  laboratory  for 
application  as  analyzers  for  the  low  energy  x-ray  region  have 
been  lead  laurate,  lead  myristate,  lead  stearate,  lead 
lignocerate  and  lead  melissate  of  2d-values  equal  to  about 
70,  80,  100,  130  and  160  A,  respectively.  Their  construction 
and  reflection  characteristics  have  been  reported  el sewhere5 *  6 » 7 » 1 5 
and,  as  an  example,  the  characteristics  of  the  lead  myristate 
multilayer  are  presented  here.  In  Fig.  8  are  shown  the 
theoretical  and  the  experimental  integrated  reflectivity 
curves.  Illustrated  is  that  for  the  long  wavelength  region  of 
50-100  A  (at  the  large  Bragg  angles  and  high  dispersion),  the 
integrated  reflectivity,  R,  is  maximized.  However,  below  the 
carbon  absorption  edge,  in  the  20-50  A  region,  these  multi¬ 
layers  have  relatively  low  reflection  efficiency.  The  monotonic 
region  of  high  integrated  reflection  above  50  A  is  associated 
with  high  percent  reflectivity  and  good  energy  resolution  as 
described  in  Figs.  9  and  10.  As  may  be  noted  from  the  semi- 
empiri'cal  relation  presented  in  Fig.  9  which  has  been  derived 
for  the  FWHM  energy  width,  W,  of  these  multilayers,5*6  highest 
resolution  is  obtained  by  choosing  a  multilayer  of  2d-value 
that  is  close  to  that  of  the  wavelengths  that  are  to  be 
measured.  In  Fig.  11,  the  effect  of  the  2d-value  upon  the 
integrated  reflectivity  is  predicted  by  the  mosaic  crystal 
model.  Also  presented  here  is  the  specific  dependence, 
according  to  the  mosaic  crystal  model,  of  the  integrated 
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Figure  8.  The  measured  reflectivity  for  the  lead 
myristate,  molecular  multilayer  and  compared  with  that 
calculated  according  to  the  mosaic  crystal  theory.  The 
2d-value  is  80  A.  The  reflection  characteristics  for 
this  type  of  molecular  multilayer  analyzer  is  outstanding 
for  wavelengths  above  the  Carbon-K  edge  of  44  A. 
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Figure  9.  The  measured  FWHM-energy  widths  for  a  lead  myristate 
analyzer  of  several  d-spacings  at  several  line  source  wave¬ 
lengths  and  compared  with  an  energy  resolution  curve  predicted 
by  a  semiempi rical  expression  derived  for  the  molecular  multi¬ 
layer  energy  resolution. 


PERCENT  REFLECTIVITY 


200  d-SPACINGS  LEAD  MYRISTATE  ANALYZER 


E(eV) - 

Figure  10.  The  peak  reflectivity  (percent)  corresponding  to 
the  area,  R,  and  the  FWHM  values  for  the  lead  myristate 
analyzer  described  in  Figs.  8  and  9. 
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COEFFICIENT  OF  REFLECTION,  R 

(THICK,  MOSAIC  CRYSTAL  MODEL) 


Figure  11.  The  relative  values  of  the  integrated  reflectivity, 
R,  according  to  the  mosaic  crystal  theory  for  molecular  multi¬ 
layers  of  several  2d-values.  Also  expressed  here  is  the 
dependence  of  R  upon  the  molecular  number  density,  <f>,  the  real 
and  imaginary  components  of  the  molecular  structure  factor,  Fi 
and  F2,  the  multilayer  mass  absorption  coefficient,  p ,  its  mass 
density,  p,  and  the  Bragg  angle,  e  . 
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reflectivity,  R,  upon  the  molecular  density,  $ ,  the  real  and 
imaginary  components  of  the  molecular  structure  factor,  Fj  and 
F2,  the  mass  absorption  coefficient,  p,  the  mass  density,  p,  and 
the  Dragg  angle,  eQ. 

It  has  been  noted  earlier  that  the  energy  resolution  of 
typical  grating  spectrographic  measurements  is  about  0.1  eV 
and  that  of  crystal  or  molecular  multilayer  measurements  at 
large  Cragg  angles  is  about  1  eV.  It  should  be  noted  here,  how¬ 
ever,  that  it  has  been  demonstrated  that  for  the  crystal  and 
multilayer  spectrographic  measurements  in  the  low  energy  x-ray 
region,  a  very  simple  and  efficient  deconvolution  procedure 
can  be  applied  to  bring  this  energy  resolution  into  the  sub¬ 
electron-volt  region.6  This  is  because  it  is  possible  to 
determine  precisely  by  direct  measurement  the  two  broadening 
functions,  that  for  the  collimation  and  other  spectrographic 
geometric  effects  and  that  for  the  diffraction  broadening  of 
the  analyzer.  (The  corresponding  instrument  functions  are  not 
so  easily  determined  for  the  grating  incidence  grating  spec¬ 
trographs.  ) 


III.  X-RAY  PHOTOCATHODES 

Typically,  for  synchrotron  radiation  and  laser-produced 
Pi  asma  sources,  x-ray  sensitive  photomultipliers,  x-ray  diodes 
and  x-ray  streak  cameras  are  used  for  detection  depending  upon 
the  time  resolution  that  is  needed.  The  application  of  these 
detectors  for  quantitative  spectroscopy  requires  that  the 
photocathodes  which  convert  the  photon  flux  to  electron  current 
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be  well  characterized.  The  electronic  signal  consists  of  a 
spectrum  of  primary  electrons  (photoelectrons  and  Auger 
electrons)  along  with  a  considerably  larger  number  of  secondary 
electrons  of  energies  below  30  eV.  In  Fig.  12  is  depicted 
such  an  electron  energy  spectrum  from  a  photocathode.  When 
the  photoc-'.thode  is  excited  by  photons  in  the  0.1  to  10  keV 
region,  the  fraction  of  the  number  of  electrons  of  energy  above 
30  eV  increases  from  about  1  to  20  percent  as  the  photon  energy 
increases  for  relatively  insensitive  photocathodes  as  gold 
and  aluminum.  This  fraction  is  typically  less  than  1  percent 
for  photocathodes  of  relatively  high  yield  as  cesium  iodide.16 

In  the  x-ray  streak  camera,  only  the  secondary  electrons 
are  utilized  and  the  energy  width  of  their  distribution 
ultimately  determines  the  spread  in  arrival  time  at  the  image 

1  7 

intensifier  end  of  the  tube  and  hence  the  temporal  resolution. 
This  dependence  upon  the  width  of  the  secondary  distribution, 

A,  is  described  in  Fig.  13.  For  an  energy  distribution  width 
of  2  eV  and  an  extraction  field  at  the  photocathode  of  5000 
volts/mm,  the  leading  term  in  the  expression  for  the  time 
resolution,  x,  becomes  equal  to  1  picosecond.  It  is  therefore 
feasible  that  a  streak  camera  can  resolve  the  shapes  of  the 
subnanosecond  pulses  characteristic  of  the  new  storage  rings 
and  of  the  laser-produced  plasma  sources  for  their  diagnostics, 
calibration  and  application  to  time-resolved  spectroscopy. 

Shown  in  Fig.  14  are  the  measured  secondary  electron 
distributions  for  the  photocathodes  consisting  of  thick  films 
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X-RAY  INDUCED  ELECTRON  EMISSIONS 


Figure  12.  Depicting  the  electron  emission  spectrum  as  excited 
by  x-rays.  Most  of  the  electron  current  is  in  secondary 
emission,  usually  below  10  eV  electron  energy.  The  remaining 
primary  electron  emission  is  associated  with  that  of  the  photo¬ 
electrons  and  Auger  electrons  excited  by  the  initial  photon 
absorpti on . 
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Figure  13.  For  fast,  time-resolved  x-ray  spectroscopy,  the 
electron  image  of  the  spectrum  that  excites  the  slit  trans¬ 
mission  photocathode  is  deflected  across  an  image  intensifier 
section  presenting  a  time  base  in  the  subnanosecond  range. 

The  quantum  yield  of  the  photocathode  must  be  high  and  the 
energy  width.  A,  of  its  secondary  electron  distribution  must 
be  small.  The  spread  in  the  arrival  Lime  at  the  image 
intensifier,  t,  is  given  here  as  a  function  of  A  and  of  the 
extraction  field  at  the  photocathode  surface,  e_. 
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of  gold,  of  the  semiconductor,  copper  iodide,  and  of  the 
insulator,  cesium  iodide,  as  excited  by  Carbon-Ka  (277  eV) 
and  Cu-Ka  (8050  eV)  photons . 1 8 » 1 9  The  distribution  peak  height, 
p,  and  the  area  under  the  distribution  or  yield,  y,  are  given 
here  relative  to  the  corresponding  values  for  the  gold  photo¬ 
cathode.  It  is  important  to  note  that  the  Cul  and  the  Csl 
photocathodes  have  appreciably  smaller  distribution  widths 
and  higher  quantum  yields  than  does  the  gold  photocathode.  It 
has  also  been  recently  determined  that  the  time  response  of 
these  nonmetal,  thin  film  photocathodes  is  essentially  the 
same  as  that  for  gold  in  the  subnanosecond  region.20 

Based  upon  such  as  these  measurements  which  indicate  that 
the  shape  of  the  secondary  electron  distribution  in  the  0.1  to 
10  keV  photon  energy  region  is  essentially  invariant,  a  relative¬ 
ly  simple  theoretical  model  for  x-ray  photoemission  has  been 
derived  which  predicts  that  the  total  yield  (electrons  per 
normally  incident  photon)  should  follow  approximately  as  the 
product  of  the  photon  energy  and  the  photocathode  mass  absorption 
coefficient,  Ep(E).18*19  This  prediction  is  borne  out  as  illus¬ 
trated  in  the  log-log  plots  of  the  measured  total  quantum  yields 
alongside  the  Ep ( E )  curves  for  the  gold  and  cesium  iodide  photo¬ 
cathodes  in  Figs.  15  and  16.  This  relationship  seems  also  to 
obtain  for  the  euv  photon  energy  region  as  shown  in  Fig.  17. 21 
Methods  for  precisely  measuring  such  photocathode  response 
curves  have  been  recently  developed  at  this  and  other  laboratories 
in  order  to  support  the  quantitative  application  of  low  energy 
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Figure  15.  The  total  yield  from  the  surface  of  300  A 
vacuum  evaporated  film  of  gold  on  a  chromium  substrata. 
As  predicted,  the  response  in  this  0.1  to  10  keV  region 
follows  approximately  as  the  product  of  the  photon 
energy  and  the  photocathode  mass  absorption  coefficient, 
Eu(E). 
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Csl-THICK  PHOTQCATHQDE  (3000  A) 
TOTAL  YIELD,  Yp 

(ELECTRONS  PER  NORMALLyTnCIDENT  PHOTON) 


Figure  16.  The  total  yield  from  the  surface  of  a  3000  A 
vacuum-evaporated  cesium  iodide  film  on  a  chromium  sub¬ 
strate.  As  indicated  also  in  Fig.  5,  the  yield  is 
approximately  proportional  to  Ep  ( E )  in  its  photon  energy 
dependence . 


30 


Figure  17.  The  total  yield  of  the  cesium  iodide 
photocathode  in  the  euv  region.  (Measurements  were 
made  using  the  SURF  II  Facility  at  the  National 
Bureau  of  Standards--Sal oman ,  et  al.  1979.)  Shown 
here  for  comparison  are  the  En(E)  plots,  (a)  using 
data  for  Xenon  (Cs  and  I  in  the  ionic  crystal  Csl  are 
Xenon-like)  and  (b)  using  directly  measured  absorption 
data  for  Csl  films.  The  strong  resonance  absorption 
and  yield  at  about  100  eV  is  the  result  of  the  atomic- 
like  4d-4f  transitions  in  both  cesium  and  iodine  ions. 
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x-ray  spectroscopy  with  pulsed  x-ray  excitation  sources)6 » 22 » 2 3* 24 

IV.  SINGLE  PULSE  AND  TIME-RESOLVED  SPECTROSCOPY 

The  high  intensity  and  short  duration  pulse  characteris¬ 
tics  of  the  synchrotron  radiation  and  1 aser-produced  plasma 
sources  allow  fixed-analyzer,  single-pulse  spectroscopy  with 
time  resolutions  in  the  subnanosecond  and  picosecond  range. 
Focussing  grating  spectrometers  can  be  most  efficient  for 
pulsed,  low  energy  x-ray  spectroscopy  provided  that  the 
constraints  of  grazing  incidence  optics  do  not  seriously  limit 
the  application  of  appropriate  detection  and  recording  systems. 
Fixed  crystal  or  multilayer  analyzers  may  also  be  used  and 
usually  with  a  considerably  simpler  and  more  flexible  geometry. 

2  5 

Such  a  spectrometer  is  described  in  Fig.  18.  For  this  spec¬ 
trometer,  an  ellipsoidal  or  a  cyl i ndri cal ly  elliptical  analyzer 
is  utilized.  Molecular  multilayers  are  easily  constructed 
upon  doubly  curved  surfaces.  Thin  cleaved  crystals  and  sputtered 
or  evaporated  multilayers  on  thin  flexible  substrates  can  be 
pressed  into  cylindrical  curvatures.  All  wavelengths  from  a 
point  source  at  one  of  the  foci  of  the  elliptical  arc  will 
reflect  and  focus  through  the  other  focal  point  at  which  is  located 
a  small  scatter  aperture  at  the  entrance  of  a  detector  module. 

For  synchrotron  radiation  sources,  the  incoming  radiation  in 
this  plane  is  essentially  parallel  and  the  focussing  surface 
becomes  effectively  parabolic.  For  this  case,  the  exit  angle, 

6,  is  simply  equal  to  twice  the  Bragg  reflection  angle  off 
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the  analyzer  and  the  associated  wavelength  for  a  first-order 
diffraction  is  2d  sin  (b/2).  Examples  of  wavelength  bands 
that  are  accomodated  for  e-values  between  45°  and  135°  for 
nearly  parallel  source  radiation  and  for  several  analyzer  d- 
spacings  are  indicated  here.  Such  spectrometer  systems  are 
of  thin  geometry  and  may  be  "stacked"  for  mul ti pi e- band 
coverage.  A  grazing  incidence  mirror  reflection  is  applied 
to  the  incident  beam  as  shown  in  order  to  effect  a  high  energy 
cut-off,  and  appropriate  low  energy  cut-off  filters  can  be 
applied  at  the  scatter  aperture  and  as  selected  filter  segments 
along  the  detection  plane.  Detection  may  be  photographic, 
by  mi crochannel ,  charge  collecting  arrays  or  the  spectrum  can 
be  placed  upon  the  entrance  slit  of  an  x-ray  streak  camera 
for  time  resolved  spectroscopy. 
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curved  analyzer  will  focus  at  the  other  focal  point  and  through  a  small  scatter  aperture 
into  the  detector  module.  For  nearly  parallel  incident  radiation,  the  analyzer  is  parabolic 
andthe  wavelength  for  first-order  diffraction  is  given  by  2d  sin  (e/2).  A  grazing 
incidence  mirror  reflection  of  the  incident  beam  provides  a  high-energy  cut-of^.  A  low- 
energy  cut-off  is  effected  by  an  appropriate  filter  at  the  scatter  entrance  aperture. 
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HISTORY  AND  OBJECTIVES 


This  research  program  in  Low  Energy  X-Ray  and  Electron  Physics  was 
initially  set  up  by  the  principal  investigator  at  Pomona  College  in  1954 
with  the  support  of  the  Air  Force  Office  of  Scientific  Research.  It  has 
continued  to  have  the  support  of  the  AFOSR  to  this  date.  With  the 
encouragement  of  the  late  Kenichi  Watanabe,  this  program  was  brought  to 
the  University  of  Hawaii  in  1967.  Its  principal  objectives  have  been: 

1.  To  participate  in  the  development  of  the  physics  and  the 
applications  of  what  was  initially  a  neglected  region  of  the  electromagnetic 
spectrum  between  the  ultraviolet  and  the  conventional  x-ray  regions  (10- 
100  angstroms),  and  of  the  associated  low  energy  electrons  (100-1000  eV). 
Because  these  low  energy  radiations  interact  strongly  with  the  outermost 
and  least  bound  electrons  within  matter,  they  have  become  the  basis  of 
important  new  techniques  for  the  analysis  of  the  chemical,  optical  and 
electronic  properties  of  matter.  And  when  matter  is  raised  to  the  high 
temperature  plasma  state  of  one  to  ten  million  degrees,  it  radiates  most 
strongly  in  this  low  energy  x-ray  region.  Low  energy  x-ray  spectroscopy 
of  such  plasmas  has  become  invaluable  in  x-ray  astronomy  and  in  the 
diagnostics  of  plasmas  in  the  controlled  nuclear  fusion  energy  research. 

2.  To  develop  a  research  program  that  can  provide  a  meaningful  and 
motivating  basis  for  the  training  of  a  significant  number  of  undergraduate 
and  graduate  students  in  the  methods  of  professional  scientific  research. 
And, 


3.  To  extend  this  University  research  program  by  active,  collabora¬ 
tive  efforts  with  groups  at  other  major  universities  and  at  government 
and  industrial  laboratories.  Such  collaborations  are  considered  essential 
in  maintaining  good  scientific  breadth  and  depth  in  a  particular  research 
program  and  also  in  providing  broad  and  helpful  contacts  with  scientists 
outside  the  University  for  our  students. 


WORK  ACCOMPLISHED  TO  DATE 


The  work  of  this  program  has  been  reported  in  about  seventy 
scientific  publications.  Most  of  these  have  been  published  in  the  major 
U.S.  and  international  journals,  some  are  as  technical  reports  which  are 
available  through  the  U.S.  Document  Service.  In  order  to  indicate  the 
type  of  research  studies  that  have  been  completed,  a  selected  set  of 
first-page  abstracts  of  papers  published  in  the  past  ten  years  have  been 
assembled  in  Appendix  I.  In  Appendix  II  is  a  complete  publication  list 
for  this  project. 


COLLABORATIVE  PROGRAMS 


The  principal  investigator  has  been  appointed  as  a  scientific 
consultant  for  the  University  of  California's  Lawrence  Livermore  and  Los 
Alamos  Research  Laboratories.  Each  summer  he  spends  about  one  week  at 
these  laboratories  presenting  seminars  on  the  x-ray  and  electron  physics 
research  of  this  University  of  Hawaii  program  and  setting  up  joint 
research  programs.  Many  such  laboratories  send  members  of  their  groups 
to  this  UH  laboratory  to  work  with  this  staff.  A  list  of  some  persons 
who  have  been  closely  acquainted  with  this  program  is  attached  as  Appendix 
III.  Invited  papers  which  have  been  presented  in  recent  years  by  the 
principal  investigator  at  other  laboratories  and  at  major  scientific 
meetings  are  noted  in  Appendix  IV. 


STUDENT  PARTICIPATION 


Working  with  the  principal  investigator  on  this  research  program  are 
the  following:  two  research  associates  (APT),  an  electronics  engineer, 
Murray  Tester,  and  an  administrative  assistant,  Priscilla  Piano.  For  the 
past  four  years,  the  Department  of  Energy  has  provided  the  supplemental 
support  for  one  year  appointments  of  young  post-doctoral  scientists  to 
train  and  participate  in  this  program.  Eight  to  ten  undergraduate  and 
graduate  students  are  employed  as  research  assistants.  These  students 
work  on  this  project  typically  for  two  or  more  years,  and  do  most  of  the 
measurement  and  data  analysis  work  and  often  co-author  the  scientific 
reports.  The  undergraduate  participants  who  are  usually  from  Hawaii  are 
encouraged  to  proceed  from  this  program  as  graduates  to  summer  employment 
at  mainland  laboratories  and  for  advanced  degree  work  at  the  major  mainland 
universities. 

Two  recent  post-doctoral  participants  have  been  University  of  Hawaii 
graduates  Dr.  Jerel  A.  Smith  (PhD-Solid  State  Physics)  and  Dr.  James  P. 
Knauer  (PhD-High  Energy  Physics).  They  have  proceeded  on  to  positions  in 
x-ray  physics  research  at  ARACOR,  Sunnyvale,  California,  and  at  Lockheed, 
Palo  Alto  Research  Laboratories,  respectively.  At  the  present  time, 
Premaratne  Kandatege  (A. 8.  University  of  Sri  Lanka)  and  Tina  Tanaka  (A.B. 
Pomona  College)  are  completing  their  PhD  programs  in  experimental  x-ray 
and  electron  physics.  Our  current  group  of  graduating  physics  majors, 
Robert  Hockaday,  Mary  Pottenger  and  Bruce  Young,  will  be  working  in  x-ray 
physics  at  the  Los  Alamos  and  the  Lawrence  Livermore  Laboratories  this 
summer  and  will  then  go  on  to  mainland  universities  for  their  advanced 
degrees.  Recent  "graduates"  of  this  research  program  who  are  currently 
completing  their  PhD  programs  in  physics  are  Ronald  Ono  at  the  New  York 
State  University  at  Stony  Brook;  Chris  Berg  and  Mark  Schattenburg  at  the 
Massachusetts  Institute  of  Technology;  and  Eric  Gullikson  at  the 
University  of  California  at  San  Diego. 
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FIRST-PAGE  ABSTRACTS  OF 
SOME  RECENT  PUBLICATIONS 


ADVANCES  IN  681-page  text 

X-RAY  ANALYSIS 
Volume  13  (1970) 

Edited  by  Burton  L.  Henke 

Department  ot  Physics  and  Astronomy 
University  ot  Hawaii 

and  John  B.  Newkirk 
and  Gavin  R.  Mallett 

Denver  Research  Institute 
The  University  ot  Denver 
Denver,  Colorado 


FOREWORD 


This  conference  has  attempted  to  achieve  a  balance  in  the 
presentation  of  papers  on  the  application  of  current  methods  to 
established  problem  areas  and  on  the  introduction  of  new  methods 
and  applications.  It  has  recognized  the  relevance  of  papers  on 
basic  physics  and  chemistry  and  on  the  total  interaction  of  x-rays 
with  matter.  In  order  to  achieve  sufficient  depth,  a  topic  is 
chosen  each  year  for  special  emphasis.  This  conference  had  as  its 
central  theme,  "The  Interactions  and  Applications  of  Low  Energy 
X-Rays . " 

Those  who  were  invited  as  speakers  and  as  contributors  to  this 
volume  are  among  the  outstanding  workers  in  the  application  of  low 
energy  x-ray  and  the  associated  photo-Auger  electron  interactions. 
These  include  A.  K.  Baird  and  W.  L.  Baun  on  Light  Element  Analysis 
and  Long  Wavelength  Instrumentation;  J.  E.  Holliday,  D.  W.  Fischer, 
R.  J.  Liefeld  and  D.  J.  Nagel  on  Bonding  and  Valence  State; 

H.  Friedman  and  W.  P.  Reidy  on  X-Ray  Astronomy;  and  R.  Nordberg  on 
Photo-Auger  Electron  Spectroscopy. 

Upon  reading  over  the  papers  as  presented  here,  one  cannot 
help  but  be  impressed  by  the  steady,  dynamic  growth  and  expansion 
of  the  field  of  applied  x-ray  analysis,  beginning  about  thirty 
years  ago  with  quantitative  elementary  analysis  and  extending  to 
the  present  time  with  dramatic  and  exciting  applications  to  x-ray 
astronomy. 

It  has  been  most  appropriate  and  indeed  a  privilege  to  have 
Dr.  Herbert  Friedman  as  a  speaker  and  contributor  to  this  volume. 

He  was  among  the  few  who  pioneered  the  application  of  x-ray  spec¬ 
troscopy  as  an  analytical  technique  and  now  he  is  noted  as  one  of 
the  first  to  open  the  new  field  of  x-ray  astronomy. 


Burton  L.  Henke 
Invited  Co-Chairman 
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MEASUREMENT  OF  PRIMARY  ELECTRON  INTERACTION  COEFFICIENTS 

(500  TO  1500  eV  REGION) 

BURTON  L.  HliNK.Fi 

Department  of  Physics  and  Astronomy,  University  of  Hawaii,  Honolulu,  Hawaii 


Resumfc. —  Etant  don  tie  que  les  electrons  d'energie  incidentc  comprise  enlre  500  ct  1  500  cV 
n’ont  d’intcraction  appreciable  qu’avec  pen  de  couches  atoiniqucs  dans  les  solides,  dcs  mesurcs 
prfcciscs  ct  I’application  dc  leurs  coefficients  d’intcraction  sont  difficilcs.  La  statistique  des  interac¬ 
tions  ct  la  sensibilitc  A  la  disposition  gcometrique  dc  la  cible  neccssitent  une  attention  particulicre. 
Nous  presentons  ici  une  niethode  pour  l’ctudc  de  telles  interactions,  basce  sur  la  deposition  contro- 
l£e  d’une  couche  nionoatomiquc  de  cations  metalliqucs  bivalents  com  me  cible,  sur  un  support 
forint  d’une  double  couchede  stearate  du  typedeLangmuir-Blodgett.  Pour  verifier  la  niethode,  nous 
avons  niesurt  les  sections  efficaccs  dcs  cations  de  barium  A  ‘166  cV,  706  eV  et  1  349  cV,  ct  celles  du 
zinc  et  du  plomb  A  706  eV.  Les  valeurs  inesurees  sont  cn  accord  avee  des  mesurcs  reccntcs  dc 
faisceau  atomique  sur  Ic  barium  et  avec  un  inodtle  theorique  simple.  Nous  considerons  que  dcs 
mesurcs  dc  cc  type  sont  d’une  grande  importance  dans  le  developpcmcnt  dc  I’analyse  cliimique 
quantitative  de  surface  par  spectroscopic  d’eiectrons  ct  de  rayons  X  de  basse  cnergie. 

Abstract.  —  Because  electrons  of  incident  energy  in  the  500-1  500  eV  range  interact  appreciably 
■within  only  a  few  atomic  layers  in  solids,  precisely  measuring  and  applying  their  interaction 
coefficients  becomes  difficult.  The  statistics  of  the  interactions  and  the  sensitivity  to  the  geometric 
arrangement  of  the  target  atoms  require  special  attention.  A  method  for  the  study  of  such  interac¬ 
tions  is  presented  here  that  is  based  upon  the  controlled  deposition  of  monatomic  layers  of  bi¬ 
valent  metal  cations  as  targets  within  the  framework  of  stearate  double  layers  of  the  Langmuir- 
Blodgeit  type.  To  demonstrate  the  method,  cross  sections  of  the  barium  cation  have  been  measured 
at  466  cV,  706  cV  and  1  349  cV,  and  those  of  zinc  and  lead  at  706  cV.  The  measured  values  are 
shown  to  lie  consistent  with  recent  atomic  beam  measurements  on  barium  and  with  simple  theore¬ 
tical  models.  Measurements  of  this  type  are  considered  to  be  of  great  importance  in  the  development 
of  quantitative  surface  chemical  analysis  by  low  energy  X-ray  and  electron  spectroscopy. 


1.  Introduction.  —  This  work  is  concerned  with 
the  measurement  of  primary  electron  interactions  in 
solids  for  incident  electron  energies  in  the  500-to- 
1  500  cV  region.  Such  electrons  have  an  associated 
wavelength  of  about  0.5  A.  Their  mean  free  paths 
within  condensed  matter  are  generally  less  than  100  A. 

Although  a  considerable  amount  of  theoretical 
work  on  the  passage  of  electrons  through  matter 
has  been  presented  and  from  a  variety  of  approaches, 
very  few  experimental  measurements  have  been  repor¬ 
ted  lor  kilovolt-electron  interactions  in  solids  [1], 
Interesting  questions  remain  to  be  answered  as  to 
the  relative  roles  of  elastic  and  inelastic  scattering, 
and ’of  collective  and  individual  electron  energy  loss 
mechanisms. 

The  ionization  of  matter  by  keV  electrons  should 
be  similar  in  both  mechanism  and  magnitude  to  that 
by  MeV  protons,  for  example  [2].  Important  new 
insights  might  be  gained  by  comparing  measurements 
with  electrons  in  this  region  to  the  relatively  large 
amount  of  data  reported  in  recent  years  on  heavy 
particle  cross  sections  in  the  MeV  region. 

Finally,  important  analytical  techniques  based 


upon  chemical  and  structural  analysis  by  electron  and 
X-ray  spectroscopy  demand  a  precise  knowledge  of 
X-ray  and  electron  cross  sections.  Although  many 
important  applications  involve  radiations  in  the 
100-to-l  000  cV  region,  it  has  been  only  relatively 
recently  that  low  energy  X-ray  cross  sections  have 
become  available  to  any  extent  [3,  4],  There  remains 
an  appreciable  need  for  further  work  on  low  energy 
X-ray  interaction  coefficients  and  an  even  greater 
need  for  work  on  the  low  energy  electron  cross  sec¬ 
tions. 

2.  Electron  spectroscopy  of  thin  films,  —  The 
electron  spectrograph  which  is  used  for  the  present 
work  is  shown  in  figure  1  and  has  been  described 
previously  [5].  It  employs  hemispherical  plates  as  the 
electrostatic  analyzer.  These  have  inner  and  outer 
diameters  of  18.5  and  21  inches.  For  this  work  the 
slits  were  set  at  0.3  %  energy  resolution  and  to  receive 
only  photoelectrons  which  leave  nearly  normally 
from  the  surface  or  the  sample  (maximum  angles  off 
normal  arc  plus-minus  3°).  Al-X,  photons  (1  487  cV) 
were  used  to  excite  the  samples  as  generated  by  an 
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Ultrasoft-X-Ray  Reflection,  Refraction,  and  Production  of  Photoelectrons 

(100-1000-eV  Region)* 

Burton  L.  Henke 

University  of  Hawaii,  Honolulu,  Hawaii  96822 
(Received  14  February  1972) 

The  reflection,  refraction,  and  associated  production  of  photoelectrons  by  ultrasoft  x  rays 
(10-100  A)  can  be  important  bases  for  the  determination  of  material  constants  such  as  the 
linear  x-ray  absorption  coefficients  and  the  electron  mean  free  paths.  These  may  then  be  used 
to  establish  directly  the  photoionizatinn  cross  sections  and  the  electron-collision  cross  sec¬ 
tions  which  account  for  the  dominant  energy-absorbing  processes  within  solids  for  this  energy 
region.  Because  the  effective  sample  depths  for  these  interactions  are  typically  less  than  100 
A,  they  constitute  an  important  practical  basis  for  surface  characterization.  By  applying  the 
exact  theory  for  the  reflection-refraction  of  a  plane  electromagnetic  wave  at  an  absorbing  di¬ 
electric  interface  to  the  shorter-wavelength  region  (<10  A),  it  can  be  shown  that  the  conven¬ 
tional  approximate  theory  of  x-ray  reflection  is  adequate.  However,  the  more  exact  theory 
must  be  applied  in  the  region  of  longer  x-ray  wavelengths  (>50  A).  Although  the  derivations 
of  the  exact  theory  are  tedious,  the  results  can  be  expressed  in  relatively  simple  form  os  func¬ 
tions  of  two  material  constants  a  and  y,  which  are  identifiable  as  the  unit  decrements  to  a 
complex  dielectric  constant,  of  the  grazing-incidence  angle,  and  of  a  parameter  which  is  a 
function  of  this  grazing  angle  and  which  becomes  the  angle  of  refraction  for  small  angles  of 
Incidence.  X-ray  absorption  coefficients  and  electron  mean-free-path  values  have  been  deter¬ 
mined  from  x-ray  reflection  and  refraction  and  photoelectron  excitation  data;  These  values 
have  been  shown  to  agree  reasonably  well  with  such  material  constants  as  determined  by  trans¬ 
mission  measurements  through  thin  samples. 


I.  INTRODUCTION 

It  is  well  known  that  x  rays  do  reflect  from  sur¬ 
faces  with  high  efficiency  in  the  grazing-incidence 
region.  The  characteristic  reflectance  curve, 
which  falls  off  to  zero  value  with  increasing  angle, 
is  the  basis  for  an  important  method  for  determin¬ 
ing  the  optical  constants  of  the  reflecting  medium 
and  its  surface  structure. 1,1  Also,  a  precise 
knowledge  of  this  "total -reflection"  characteristic 
curve  is  important  in  the  design  of  mirror  mono¬ 
chromators, 1  of  optimized  diffraction  gratings,  and 
of  astronomical  telescope  systems  for  the  x-ray 


region. 

As  will  be  described  below,  the  refracted  x-ray 
beam,  when  used  to  produce  photoelectrons,  can 
also  be  an  important  basis  for  the  determination  of 
certain  constants  of  the  medium  and  of  its  surface 
structure. 4 

In  order  to  relate  experimental  reflection,,  re¬ 
fraction,  and  associated  photoelectron  excitation 
data  to  the  optical  constants,  one  may  apply  a  rela¬ 
tively  simple  electromagnetic  model  based  upon 
approximations  permitted  by  the  small  values  of 
the  grazing-incidence  angles  and  of  complex  re¬ 
fractive-index  unit  decrements  which  obtain  for  the 


Reprinted  from 

PROCEEDINGS  OF  THE  SIX'i’H  INTERNATIONAL  CONFERENCE  ON 

X-RAY  OPTICS  AND  MICROANALYSIS  pp.  367-384 

Edited  by  G.  Siuxoda,  K.  Koiira  and  T.  Ichinokawa 
University  ok  Tokyo  Panss,  1972 


Surface  Characterization  by  Low  Energy  Photo- 
Auger  Electron  Spectroscopy 

B.  L.  Henke  and  M.  W.  Anderson 

Department  of  Physics  and  Astronomy ,  University  of  Hawaii,  Honolulu,  Hawaii ,  U.S.A. 

Low  energy  photoelectron  spectroscopy  (100  to  1000  eV  region)  has  shown  considerable  promise 
as  an  effective  method  for  the  microanalysis  of  sample  surface  layers  no  thicker  than  100  A.  Quanti¬ 
tative  information  can  be  obtained  about  the  elementary  chemistry,  chemical  bonding,  and  struc¬ 
ture  within  the  surface.  Essentially,  all  elements  throughout  the  periodic  table  can  yield  photo- 
electron  lines  within  this  low  energy  region  which  are  suitable  for  such  analysis. 

A  relatively  simple  electron  spectrograph  system  has  been  developed.  Its  sensitivity  is  suf¬ 
ficiently  high  to  permit  the  measurement  of  photoelcctron  lines  from  single  atomic  layer  thicknesses 
at  better  than  0.5%  energy'  resolution. 

In  order  to  develop  methods  for  correlating  photoelectron  spectral  information  with  surface 
characteristics,  electron  interaction  cross  sections  are  being  measured,  and  simple  models  for  pre¬ 
dicting  line  intensities  are  being  evaluated. 

I.  INTRODUCTION 

Photo-Auger  electron  spectra  in  the  100-1000  cV  region  arc  relatively  easy  to  obtain  and 
arc  rich  in  information  that  is  characteristic  of  the  chemistry,  density,  and  structure  of  the  first 
100  A  or  less  of  the  sample  surface.  The  quantitative  analysis  of  such  spectra  can  constitute  an 
effective  technique  for  solving  problems  in  the  difficult  areas  of  surface  characterization. 
Examples  of  two  such  areas,  noted  for  their  extreme  importance,  are  catalysis  and  biological 
membranes. 

In  order  to  develop  practical  methods  for  quantitative  photo-Auger  electron  analysis,  cer¬ 
tain  steps  are  necessary:  A  choice  must  be  made  for  an  optimum  set  of  parameters  that  arc 
amenable  to  measurement  and  can  precisely  define  the  electron  signal  generation  within  the 
sample.  Correspondingly,  photo-electron-sample  interaction  models  that  directly  relate 
measured  intensities  to  sample  chemistry  and  structure  must  be  developed  and  tested.  Finally, 
from  theory  and  measurement,  the  necessary  tables  for  the  appropriate  fundamental  interaction 
cross  sections  must  be  established. 

The  objective  of  this  paper  is  to  describe  some  current  work  in  this  laboratory  that  is 
addressed  to  the  development  of  methods  for  photo-Auger  electron  analysis  of  surfaces.  A 
proposal  for  an  interaction  model,  an  experimental  test  of  its  validity,  and  descriptions  of  new 
methods  for  the  measurement  of  basic  interaction  coefficients  are  presented. 

II.  A  MODEL  FOR  PHOTOELECTRON  INTENSITY  ANALYSIS 

Figure  1  shows  the  essential  geometry  of  the  model  adopted  here  for  the  generation  of  the 
unscattercd,  no-loss  photoclectron  signal.  Monocnergetic,  parallel  X-radiation  of  wavelength 
?.  is  incident  upon  a  plane  surface  at  an  angle,  refracting  into  an  amorphous  sample  with  angle 
$5'.  The  linear  absorption  coefficient  for  this  radiation  within  the  sample  is  equal  to  /*.  In  a 
•ample  layer  at  depth  x  and  thickness  dx,  photoclcctrons  are  generated  in  an  effective  sample 
area  which  is  the  projection  of  the  limiting  slit  area,  A,.  The  atomic  cross  section  for  the  crca- 
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The  quantitative  analyis  of  emission  spectra  in  the  10-100-A  region  has  become  of  considerable 
bnportance  for  nigh-temperature  plasma  diagnostics  (10*-10’*K  region)  and  for  molecular  orbital  and 
solid-state-band  analysis.  Because  measurement  intensities  are  typically  low  in  these  applications,  achieving 
an  optimum  spcctrographic  measurement  is  essential.  In  order  to  present  specific  procedures  and  methods 
for  optimizing  and  calibrating  a  low-energy  spectrographic  measurement,  a  molecular  orbital  analysis  in  the 
70-90-A  region  (S-  Ln.m  emission  spectra)  has  been  earned  out  quantitatively  in  energy  and  intensity  using 
•  recently  described  single-crystal  (lead  stearate)  spcctrographic  approach  with  about  1  eV  resolution. 
Radiative  yields,  V,  for  the  radiation  process  being  investigated  are  determined  by  the  relation, 

Y *=  Z/(X0RSTQ),  where  Z  is  the  area  (intensity  *  angle)  under  the  spectrographic  line,  X0  the  Mutation 
function,  R(X)  the  coefficient  of  reflection  of  the  analyzer,  S(X)  the  effective  source  thickness,  T(\)  the 
window  transmission,  and  Q(\)  the  quantum  counting  efficiency  of  the  detector.  The  determination  of  each 
of  these  parameters  has  been  considered  in  detail. 
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I.  INTRODUCTION 

Low-energy  x-ray  spectroscopy  in  the  10-100-A 
wavelength  region  (100— 1000- eV  energy  region)  has 
become  of  considerable  interest  as  applied  in  two  types 
of  research: 

(1)  High-temperature  plasma  analysis.  Ionized  gases 
(plasmas)  in  the  10s— 107“K  temperature  range  radiate 
Strongly  in  the  100— 1000-eV  x-ray  region  (1  eV  corre¬ 
sponds  to  about  10loK).  Because  such  high-temperature 
plasmas  are  characteristic  of  important  astrophysical 
sources,  their  analysis  is  a  fundamental  aspect  of  the 
relatively  new  science  of  x-ray  astronomy.  And  now  it 
has  become  possible  to  generate  such  plasmas  in  the 
laboratory  which  radiate  sufficiently  strongly  in  the  x- 
ray  region  for  spectroscopic  analysis.  These  are  dev¬ 
eloped  magnetohydrodynamically  and  magnetically  con¬ 
fined,  or  by  pulsed  laser  or  electron  beams  and  inertial- 
ly  confined.  An  important  application  of  such  high-tem¬ 
perature  plasma  analysis  is  for  controlled  thermonu¬ 
clear  fusion  research.  The  x-ray  measurements  can 
yield  information  as  to  the  temperature,  density,  time 
history,  and  spatial  characteristics  of  the  plasma.  * 

(2)  Molecular  orbital  and  solid-state-band  analysis. 
When  an  atom  is  singly  ionized  with  a  vacancy  created 
in  one  of  its  higher  inner  core  levels,  this  vacancy  is 
then  promoted  to  one  of  the  outermost  electronic  levels 
and  a  radiative  transition  typically  in  the  100— 1000-eV 
region  may  result.  The  electronic  structure  of  the 
initial  ionization  state  of  the  atom  is  relatively  insen¬ 
sitive  to  its  molecular  or  condensed  matter  environ¬ 
ment,  but  that  of  the  final  ionized  state  is  strongly  af¬ 
fected  by  this  atomic  environment.  The  major  features 
of  the  associated  x-ray  emission  spectra  can  yield  di¬ 
rect  information  as  to  the  populations,  energy  levels, 
and  widths  (or  band  structure)  of  the  outer  electronic 
levels.  Because  the  strong  radiative  transitions  obey 
the  dipole  selection  rules,  information  as  to  the  sym¬ 
metry  character  of  the  outer  electronic  states  may  also 
be  gained.  Finally,  the  degree  of  localization  of  certain 
outer  levels  relative  to  a  particular  ionized  atom  can 


often  be  revealed  by  the  existence  of  molecular  orbitals 
rather  than  band  structure  and  by  comparative  analy¬ 
ses  of  such  spectra  originating  from  inner  core  va¬ 
cancies  on  adjacent  atoms.  Such  low-energy  x-ray 
emission  spectra  can  be  directly  applied,  using  stand¬ 
ard  sample  systems,  for  the  identification  of  unknown 
valence  states.  These  spectra  can  be  applied  to  estab¬ 
lish  and  to  test  molecular  orbital  and/or  band  theory 
models  for  which  computer  analysis  is  rapidly  becom¬ 
ing  more  practical  and  precise. J,:! 

Typically,  low-energy  x-ray  emission  spectra  of 
interest  are  of  low  intensities.  At  these  transition  en¬ 
ergies,  radiative  transition  rates  are  small  as  com¬ 
pared  with  those  for  the  competing  Auger  and  Coster- 
Kronig  processes.  For  this  reason  it  is  generally  re¬ 
quired  that  the  low-energy  spectroscopy  be  by  methods 
of  optimum  efficiency.  Usually,  the  characteristically 
low  emission  intensities  will  not  permit  the  use  of 
double  crystal  spectrometry  or  of  high- resolution  grat¬ 
ing  spectrographs.  The  basic  spectrographic  approach 
that  is  used  in  this  laboratory  is  shown  in  Fig.  1.  It  is 


GAS  SAMPLE  SOLID  SAMPLE 


COUNTER  MULTILAYER  ANALYZER 


FIG.  1.  A  single-crystal  spectrographic  approach  for  low- 
energy  x-ray  spectroscopy  applying  closely  coupled  2-kW 
demountable  x-ray  source,  large  d-spacing  crystal  analyzer, 
and  tuned  subatomospheric  pressure  proportiooal  counter. 
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Analytical  models  are  presented  describing  the  x-ray-excited  emission  of  “no-loss"  photoelectrons  and 
Auger  electrons  and  the  energy  distribution  of  emitted  secondary  electrons.  The  secondary  electron  energy 
distribution  is  given  in  terms  of  the  electron  kinetic  energy  EK,  work  function  W,  photon  energy  E„  and 
mass  photoionization  coefficient  p( E„),  as  proportional  to  E,}tiE,)EK(EK  +  WO-4-  Techniques  of  electron 
spectral  measurements  utilizing  uniform  field  preacceleration  and  limited  acceptance  angle  spectrometers 
are  discussed.  Secondary  electron  energy  distributions  are  measured  at  about  10“'  Torr  from  thick 
evaporated  films  of  gold  and  aluminum  at  photon  energies  277,  1487,  and  8050  eV.  The  shapes  of  these 
distributions  do  not  depend  significantly  upon  photon  energy.  The  full  width  at  half-maximum  (FWHM)  of 
these  distributions  are  3.9,  6.7,  and  4.4  eV  for  Au  and  ion-cleaned  Au  and  Al  photocathodes,  respectively. 
The  data  agree  well  with  the  mode)  predictions. 


PACS  numbers:  79.60.Cn,  73.30. +y,  72.IO.Bg 

I.  INTRODUCTION 

This  work  is  in  sequel  to  and  in  support  of  a  recent 
presentation  by  the  authors  of  some  measurements  on 
the  secondary  electron  energy  distributions  from  gold 
as  excited  by  C-Ka  (277  eV)  and  Al -Ka  (1487  eV)  x-ray 
photons. 1  It  is  an  attempt  to  present  the  basic  physics 
tor  the  measurement  and  for  the  interpretation  of  the 
x-ray-induced  electron  emissions  from  uniform  isotro¬ 
pic  solids. 

In  Fig.  1  are  shown  the  typical  characteristics  of  an 
electron  spectrum  induced  by  an  x-ray  beam  incident 
upon  a  solid.  Illustrated  here  are  the  sharp  photoelec¬ 
tron  and  Auger  electron  “no-loss”  lines  with  their 
characteristic  energy  loss  tail  structure,  along  with  the 
low-energy  secondary  electron  distribution.  In  contrast 
to  uv -excited  electron  spectra,  here  the  photoelectrons 
and  the  principal  sharp  Auger  electron  emissions  are 
well  outside  the  low-energy  secondary  electron  energy 
region.  The  secondary  electron  spectrum  peaks  at  about 
I  to  2  eV  and  has  a  full  width  at  half-maximum  (FWHM) 
that  is  usually  below  10  eV.  In  this  0—30  eV  interval 
are  typically  from  50  to  90%  of  the  total  number  of 
electrons  emitted  for  photon  excitation  in  the  100— 
10000-eV  region. 


applied  effectively  over  a  wide  band  of  photon 
energies. 3,4 

A  very  recent  application  of  secondary  electron 
detectors  has  been  in  the  development  of  streak  and 
framing  cameras  for  the  diagnostics  of  x-ray  bursts 
from  laser-produced  plasmas.  The  time  spread  in  the 
photoconverted  secondary  electron  emission  per  photon 
is  probably  of  the  order  of  10‘M  sec,  and  the  energy 
spread  is  of  the  order  of  10  eV.  An  x-ray  source  can 
be  imaged  and  photoconverted  to  an  electron  source 
which  may  then  be  reimaged  down  a  streak  or  framing 
camera  tube  with  an  accelerating  electron  lens  system. 
The  time  history  of  an  x-ray  event  can  be  obtained  by  a 
fast  transverse  deflection  of  this  image,  e.g.,  to  form 
a  "streak”  pattern  with  a  time  resolution  in  the  picosec¬ 
ond  range. 1,5-9 

In  order  to  support  research  and  application  in  x-ray 
photoemission,  considerably  more  theoretical  and  ex¬ 
perimental  work  should  be  done  on  the  development  of 
a  quantitative  relationship  between  the  electron  emis¬ 
sion  spectrum,  the  incident  photon  energy,  and  the 
characteristics  of  the  photocathode.  There  is  no  com¬ 
plete  theory  of  x-ray  photoemission  that  is  available 


The  x-ray -excited  electron  spectra  constitute  a 
unique  "window”  into  the  solid  and  its  electron  excita¬ 
tion,  transport,  and  escape  processes.  When  a  thorough 
understanding  of  the  physics  of  these  processes  is 
gained,  electron  spectroscopy  can  provide  an  important 
quantitative  basis  for  the  physical  and  chemical  analysis 
of  solids.  The  electron  spectroscopy  for  chemical 
analysis  (referred  to  as  ESCA  or  XPS)  has  become  a 
well-recognized  research  area  within  the  last  ten 
years.* 

The  photoelectric  conversion  of  x-ray  intensity  into 
electron  emission  can  provide  an  important  practical 
basis  for  x-ray  intensity  measurement.  X-ray  photo¬ 
electric  detectors  are  vacuum  devices  and,  unlike  gas 
ionization  detectors,  can  be  windowless.  A  unique 
advantage  of  the  photoelectric  detector  is  that  it  can  be 


FIG.  1.  A  typical  x-ray-excited  photoemissioa  spectrum. 
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The  lead  myristate  multilayer  analyzer  has  provided  a  basis  for  a  relatively  simple  and  efficient 
spectroscopy  for  the  low-energy  x-ray  emissions  in  the  20-80-A  region  (where  conventional  crystal 
spectroscopy  and  grazing  incidence  grating  spectroscopy  are  generally  inefficient).  The  percent  reflectivity, 
the  integrated  coefficient  of  reflection,  and  the  Bragg  diffraction  width  of  the  lead  myristate  analyzer 
have  been  measured  and  found  to  be  consistent  with  the  predictions  of  a  simple  theoretical  model  for 
multilayer  diffraction.  This  multilayer  spectroscopy  at  large  Bragg  angles  has  a  high  efficiency  (high 
instrument  transmission)  as  compared  to  grazing  incidence  grating  spectroscopy  in  this  20-80-A  region. 

However,  the  resolution  is  limited  to  that  set  by  the  diffraction  width  of  the  lead  myristate  analyzer  of 
about  1  eV.  Because  the  collimator -crystal  broadening  function  can  be  precisely  defined,  a  simple  and 
rffective  deconvolution  procedure  can  be  applied  with  this  multilayer  spectroscopy  to  bring  the  resolution 
into  the  sub-electron-volt  region.  To  demonstrate  the  efficiency  of  lead  myristate  spectroscopy  in  the 
20-80-A  region,  spectra  were  measured  and  analyzed  from  x-ray  excited  fluorescent  sources  which  are 
characteristically  of  low  intensity.  (X-ray  excitation  yields  a  minimum  of  background  spectra  and  of 
radiation  damage.)  These  include  the  atomic  spectrum  of  argon  and  the  C-K  molecular  spectrum  of 
COj.  both  in  the  gas  phase,  and  the  Cl-L,j  and  O-K  spectra  from  solid  lithium  perchlorate.  Many 
samples  undergo  appreciable  radiation-induced  chemical  change  during  the  exposure  time  that  is  required 
for  measurement — even  with  an  optimally  fast  spectrograph  and  with  fluorescent  excitation.  A  method 
has  been  developed  to  evaluate  and  to  correct  for  radiation  damage  by  distributing  the  exposure  over  an 
effectively  large  sample  volume  either  by  gas  flow  or  by  rotating  through  multiple  samples  during 
measurement.  Several  spectral  scans  were  made  on  the  LiCIO,  using  six  samples.  The  total  exposure  time 
for  each  data  point  in  each  scan  was  recorded  which  permitted  an  extrapolation  into  a  "zero"  exposure 
spectrum.  Finally,  Fe-Ljj/O-K  spectrum  (from  Fe,0})  in  the  17-25- A  region  is  presented  to  illustrate 
the  effectiveness  of  the  lead  myristate  analyzer  in  third-order  diffraction.  For  this  multilayer,  the  third- 
order  diffraction  efficiency  is  one-third  that  of  the  first  order  and  is  nearly  twice  that  of  the  second  ordeT 
for  this  wavelength  region. 

PACS  numbers:  07.85. +n,  32.30.Rj,  52.70.Kz,  33.20.Rra 

I.  INTRODUCTION 

There  are  two  areas  in  which  low-energy  x-ray  spectrosco¬ 
py  is  of  particular  importance  at  this  time — the  diagnostics 
of  high-temperature  plasmas1  and  the  determination  of  the 
chemical  and  solid-state  electronic  structure  of  atomic  sys¬ 
tems.2 

In  the  controlled  thermonuclear  fusion  research,  a  critical 
temperature  region  of  current  interest  is  in  the  (1-10)  X  108 
•C  range.  The  plasmas  involved  emit  radiations  most  char¬ 
acteristically  in  the  low-energy  x-ray  region  (100-1000  eV/ 

10-100  A).  The  detailed  spectroscopy  of  these  plasma  ra¬ 
diations  can  yield  information  as  to  the  plasma  density,  tem¬ 
perature,  and  the  identity  and  amount  of  contaminating  ele¬ 
ments.  The  low-energy  x  radiation  from  pulsed  plasma 
sources  (as  produced  by  lasers  or  exploding  wires)  can  be 
very  efficiently  converted  to  relatively  sharp  distributions 
in  energy  of  secondary  electrons3  that  are  amenable,  with 
streak  camera  techniques,  to  time-history  measurements  ap¬ 
proaching  psec  resolutions. 

Often,  the  energy  and  the  symmetry  of  the  outer  electron¬ 
ic  states  of  atomic  systems  can  be  sensitively  revealed 
through  the  spectra  associated  with  the  transitions  from 
these  states  into  a  nearby  relatively  sharp  core  level.  Such 
spectra  can  yield  valuable  data  complementary  to  that  which 
•re  available  from  photoelectron  Auger  electron  spectrosco¬ 
py  on  the  structure  of  valence  bands,  solid-state  bands,  and 
molecular  orbitals.4  These  sensitive  first  transitions  into 


the  core  levels  typically  result  in  low-energy  x-ray  spectra 
at  a  few  hundred  eV  or  less. 

Using,  for  example,  the  acid  phthallate  crystals  (2d  value 
of  about  26.6  A),  the  conventional  x-ray  crystal  spectroscopy 
has  been  very  effectively  extended  down  to  about  500  eV.5 
Extreme  ultraviolet  diffraction  grating  spectroscopy  has 
been  extended  with  high  efficiency  (with  relatively  large  an¬ 
gles  of  grazing  incidence)  up  to  about  100  eV.8  We  have 
found  that  a  very  efficient  spectroscopy  in  the  gap  region  of 
100-500  eV  is  by  using  the  multilayer  analyzers  as  the  lead 
stearate  and  lead  myristate  of  2d  values  equal  to  100  and  80 
A,  respectively.  We  have  recently  presented  the  detailed 
characteristics  and  application  of  the  lead  stearate  analyz¬ 
er.7-8  In  this  paper,  we  extend  the  presentation  of  the  meth- 
•ods  and  techniques  of  low-energy  x-ray  spectroscopy  as  spe¬ 
cially  applied  with  the  lead  myristate  analyzer. 

In  Secs.  II-V,  we  present  an  analysis  and  measurements 
of  the  x-ray  optical  characteristics  of  this  multilayer  analyz¬ 
er,  an  optimized  spectroscopic  and  data  analysis  procedure 
for  gaining  maximum  overall  efficiency  and  resolution,  and, 
finally,  we  present  some  examples  of  applications  to  atomic 
and  molecular  low-energy  x-ray  spectroscopy. 

II.  REFLECTION  PARAMETERS  FOR  THE  LEAD 
MYRISTATE  MULTILAYER 

Lead  salts  of  the  fatty  acids  deposited  as  Langmuir-Blodg- 
ett  multilayers  have  been  demonstrated  to  be  highly  efficient 
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The  chlorine  L,Un  low  energy  x-ray  spectra  from  sodium  perchlorate,  chlorate  and  chlorite  have  been 
obtained  using  carbon  K „  (277  eV)  photon  excitation  and  a  lead  myristate  analyzing  “crystal"  (2d  =  80 
A).  X-ray  induced  decomposition  was  observed  for  each  of  these  compounds.  By  taking  repeated  spectral 
scans,  systematically  distributed  over  six  samples,  it  was  possible  to  extrapolate  to  “zero-dose”  Cl-L,,  ,,, 
spectra.  A  specially  developed  least-squares  fitting  program  was  applied  to  precisely  determine  the  energy 
and  strength  of  each  spectral  component  which  utilized  the  known  collimation  and  crystal  broadening 
functions  and  yielded  energy  resolutions  of  less  than  1  eV.  Broad  low-energy  satellite  structures  were 
observed  for  all  the  oxy-anions  and  for  chloride  (NaCI)  and  have  been  compared  to  similar  satellites  as 
measured  in  the  Ar-Lu .m  spectrum.  These  structures  were  thus  identified  as  resulting  from  mullielectron 
processes.  The  other  peaks  in  the  Cl-Lu.iu  spectra  of  the  oxy-anions  could  be  understood  as  corresponding 
to  transitions  from  molecular  orbitals  with  Cl  Is  or  2d  character.  These  results  have  demonstrated  that 
2d  orbitals  do  play  a  definite  role  in  the  formation  of  chemical  bonds  in  the  oxy-anions  of  chlorine  and 
that  the  importance  of  this  role  increases  with  the  oxidation  state  of  the  chlorine.  Satisfactory  correlations 
have  been  obtained  with  the  complementary  Kg  x-ray  emission  and  photoelectron  spectra  and  with 
molecular  orbital  theory  for  the  same  anions. 


atomic  orbital  functions  (LCAO  approximation).  The 
calculated  eigenvectors  are  used  to  obtain  the  dipole 
transition  probabilities.  From  such  MO  calculations 
the  relative  amounts  of  s,  p,  and  d  contribution  can 
readily  be  estimated. 


I.  INTRODUCTION 

Transitions  between  the  molecular  orbital  states  and 
the  nearby  and  relatively  sharp  core  level  states  result 
in  low  energy  x-ray  spectra  that  typically  lie  in  the 
100-300  eV  (40-100A)region.  Such  spectra  can  sensi¬ 
tively  portray  the  orbital  structure  of  the  molecule  (or, 
in  many  cases,  of  an  ionic  group).  For  the  second-row 
elements,  the  nearest  core  levels  are  the  2/>1/2-2/>3/z 
apln-orbit  split  states.  The  atomic  binding  energies  of 
these  Ltt  levels,  for  example,  for  15  P,  16  S,  17  Cl, 
and  18  Ar  are  136-135,  165-164,  202-200,  and  247- 
245  electron  volts,  respectively.  In  a  particular  chem¬ 
ical  environment,  these  core  levels  of  a  given  atom 
may  shift  as  much  as  10  eV.  Such  core  level  chemical 
shifts  can  be  measured  by  x-ray  photoelectron  spec¬ 
troscopy  (XPS).  The  molecular  orbital  energies  are  of 
the  order  of  10  eV  and  can  also  be  measured  directly  by 
ultraviolet  photoelectron  spectroscopy  (UPS).  The  x- 
ray  emission  spectra  directly  yield  the  difference  in  the 
energy  of  the  molecular  orbitals  and  the  core, level 
states.  However,  unlike  the  photoelectron  spectra,  the 
x-ray  emission  spectra  reveal  appreciable  information 
about  the  symmetries  of  the  molecular  orbital  states. 
The  Z.,,t  ,,,  spectral  intensities  are  determined  mostly 
by  the  s  and  d  character  of  the  orbitals  and  the  Kg  spec¬ 
tral  intensities  are  determined  mostly  by  the  p  charac¬ 
ter  of  the  orbitals.  If  the  ZtIi  or  Kt  spectrum  origi¬ 
nates  from  an  atom  of  a  molecule  or  of  a  strongly  ionic 
group  that  contains  only  one  such  atom,  it  is  then  rela¬ 
tively  easy  to  approximately  calculate  the  energy  and 
the  relative  intensity  of  the  x-ray  spectral  components. 
Such  theoretical  predictions  can  simply  be  based  upon 
one-electron  integrals  with  the  molecular  orbital  states 
described  as  linear  combinations  of  the  s,  p,  and  d 
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In  an  earlier  work,  Henke  and  Smith1  were  able  to 
demonstrate  the  feasibility  of  obtaining  the  ,n  spec¬ 
tra  of  phosphorous,  sulfur,  and  chlorine  in  different 
chemical  states  by  applying  spectrographic  techniques 
of  such  efficiency  as  to  minimize  the  effects  of  radiation 
decomposition.  Recently,  the  S-Llt ,,,  spectra  have 
been  more  precisely  measured  and  analyzed  by  Henke 
and  Taniguchi1,5  for  the  SOJ2  and  SOJ*  ions  for  polycrys¬ 
talline  samples  and  for  the  molecules  containing  single 
sulfur  atoms  and  in  the  gas  or  vapor  states— HZS,  SOj, 

SF#,  C4H4S.  The  molecular  orbital  information  derived 
from  these  spectra  were  compared  to  that  obtained  from 
the  complementary  photoelectron  and  Kt  spectroscopy 
and  to  the  predictions  of  molecular  orbital  theory.  In 
this  present  work,  the  Cl-Jt,„,  U1  spectra  for  the  CIQJ, 

CIO;,  and  CIO;  ions  for  poly  crystalline  samples  are 
measured,  analyzed  and  compared  to  the  photoelectron, 

Kt  and  MO  calculated4  data  for  the  same  ionic  systems. 

Also,  important  comparisons  with  the  measured  atomic 
LUt  spectra  for  Ar  and  NaCI  are  presented. 

A  striking  difference  in  the  experimental  determina¬ 
tions  of  the  LJU  spectra  of  the  sulfur  and  the  chlorine 
compounds  has  been  that  the  latter  undergo  considerably 
greater  chemical  change  as  induced  by  the  excitation 
radiation  that  is  required  for  the  spectral  measurement. 

That  radiation  decomposition  might  be  important  in  the 
soft  x-ray  spectra  of  chloro-anions  bad  been  discussed 
by  Best9  in  the  electron  excitation  of  Cl  Kg  spectra  and 
had  also  been  suggested  by  Urch6  in  attempting  to  inter¬ 
pret  the  early  spectra  of  Henke  and  Smith.1  Subse¬ 
quently,  both  Prins7  in  x-ray  photoelectron  experiments 
and  Sadovskii  el  at.*  in  measuring  Cl-L„(  m  emission 
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The  Secondary  Electron  Emission  Photocathode 
Characteristics  for  Time  Resolved  X-Ray  Spectroscopy 

Burton  L.  Henke  and  Kandatege  Premaratne 

Department  of  Physics  and  Astronomy 
University  of  Hawaii,  Honolulu.  Hawaii  96822.  U.S.  A. 

Recently  the  secondary  electron  energy  distributions  and  the  relative  secondary 
electron  yields  for  the  0.1  to  10  keV  photon  excitation  region  have  been  measured  for 
gold,  aluminum  and  for  sixteen  representative  semiconductors  and  insulators  (alkali 
halides),  and  a  simple  phenomenological  model  for  X-ray  photoemission  has  been 
developed.  This  work  is  discussed  here  as  it  might  be  applied  to  the  application  of 
streak  cameras  for  lime  resolved  X-ray  spectroscopy. 


§1.  Introduction 

Time  resolved  X-ray  spectroscopy  has  re¬ 
cently  become  of  considerable  value  in  studies 
of  high  temperature  plasmas  in  the  one  second 
range  (magnetically  confined  fusion)  to  the 
picosecond  range  (laser  produced  fusion). 
Mode-locked  laser  systems  are  available  that 
can  generate  high  intensity  pulses  of  X-radia¬ 
tion  from  matter  in  the  picosecond  region. 
Ultra-fast  spectroscopy  is  needed  for  the 
characterization  of  such  X-ray  sources  and  of 
the  effects  of  their  radiation  bursts  upon 
materials.  Pico  second  X-ray  spectroscopy 
may  be  a  valuable  tool  for  the  measurement 
of  the  lifetimes  of  metastable  atomic  and 
molecular  states  and  of  certain  photochemical 
processes.1-1* 

A  proven  method  for  accomplishing  time 
resolved  X-ray  spectroscopy  is  that  with  the 
X-ray  streak  tube.4-6*  An  X-ray  beam  is  dis¬ 
persed  according  to  its  photon  energy  along  a 
slit-defined  photocathode  using  a  non-focusing 
crystal  or  a  diffraction  grating  (or  by  a  series 
of  absorption  filter  and/or  total-reflection 
monochromator  channels).  The  secondary  elec¬ 
trons  from  this  slit  source  are  used  to  form  a 
line  image  at  an  image  intensifier  (needed 
particularly  for  ultra-fast  spectroscopy).  This 
line  image  is  “streaked”  to  establish  a  time  base 
using  a  pair  of  deflecting  plates.  The  optical 
output  of  the  image  intensifier  is  recorded 
photographically.  A  schematic  of  such  an 
X-ray  streak  tube  is  shown  in  Fig.  1.  As 
indicated  here,  two  types  of  imaging  can  be 
used,  either  an  electron  lens  system7'*1  or  a 
simple,  proximity-focusing  microchannel  plate 
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Fig.  I.  Schematic  of  an  X-ray  streak  tube  as  applied 
for  time  resolved  X-ray  spectroscopy.  The  temporal 
resolution  limit,  t,  is  the  difference  in  arrival  time 
at  the  image  intensifier  for  axially  emitted  electrons 
from  the  pholocathode  of  initial  velocities  equal 
to  zero  and  to  e0.  The  corresponding  energy  spread. 
A,  of  the  secondary  electron  emission  is  1/2-mvo. 

system.910*  • 

The  intensity-and-photon-energy  response 
and  the  temporal  resolution  of  the  streak 
camera  are  ultimately  determined  by  the 
characteristics  of  the  photocathode.  In  the 
sections  that  follow,  we  have  attempted  to 
review  (I)  the  basic  relationship  between  the 
photoemission  and  the  electron-optical  charac¬ 
teristics  of  the  X-ray  streak  tube,  and  (2)  the 
experimental  and  theoretical  determination 
of  the  relevant  photoemission  properties  of 
metal  and  dielectric  X-ray  photocathodes  as 
have  been  recently -investigated  in  this  lab- 
oratory.,,-ll, 
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Secondary-electron  energy  distribution  curves  (EDC's)  and  the  total  secondary-electron  yields  relative  to 
such  for  gold  have  been  measured  for  seven  semiconductors  for  which  electron-electron  scattering  losses 
within  the  emitter  were  considered  dominant  and  for  nine  insulators  (alkali  halides)  for  which  electron- 
phonon  scattering  losses  were  expected  to  be  dominant  in  the  transport  process  The  secondary-electron 
spectra  were  excited  by  Al-fCa  (1487  eV)  photons  and  were  measured  from  evaporated  dielectric  films  (of 
about  0.3  p  thickness)  on  conducting  substrates  with  an  electrostatic  hemispherical  analycer  of  about  003- 
eV  resolution.  Some  of  the  dielectric  photoemitters  have  appreciably  narrower  energy  distributions  and 
higher  yields  than  has  gold;  Cul  and  Csl  have  EDC  widths  at  half-maximum  of  about  one-third  of  that  for 
gold,  and  yield  values  of  11  and  30  times  greater.  The  FWHM  and  secondary-electron  yield  for  gold  were 
measured  to  be  about  4  eV.  and  0.50  electrons  per  normally  incident  photon,  respectively  The  shapes  of  the 
EDO’s  were  found  to  be  essentially  unchanged  for  photon  excitation  in  the  0  1-10-keV  region.  Strong 
structural  features  appear  only  in  the  alkali  halide  EDC's.  and  it  is  proposed  that  these  are  mainly  the  result 
of  single-electron  promotion  of  secondaries  from  the  valence  band  by  plasmon  deexcitation  A  relatively 
simple  model  for  x-ray  photoemission  has  been  developed  which  assumes  that  direct  excitation  of  secondaries 
by  photoelectron  and  Auger-electron  ’‘primaries’’  is  the  dominant  excitation  mechanism,  and  accounts  for 
both  electron-electron  and  electron -phonon  scattering  in  the  transport  process  Free-electron  conduction-band 
descriptions  are  assumed.  The  theoretical  and  experimental  curves  are  in  satisfactory  agreement. 


I.  INTRODUCTION 

There  has  been  a  considerable  amount  of  effort 
on  the  theory  and  application  of  secondary-electron 
emissions  using  electron  excitation  in  the  kilovolt 
region  (as  applied,  for  example,  in  scanning  mi¬ 
croscopy)  and  using  extreme  ultraviolet  excitation 
(as  applied  in  band-structure  analysis).  There  has 
been  relatively  little  theoretical  or  experimental 
work  reported  on  the  generation  of  the  secondary 
electrons  using  x-ray  excitation  (which  is  of  con¬ 
siderable  current  interest  as  applied  to  the  mea¬ 
surement  of  the  intensity  and  the  temporal  history 
into  the  picosecond  region  of  pulsed  x-ray  sources 
with  the  diode  detector,  the  streak,  and  the  fram¬ 
ing  cameras  in  high-temperature  plasma  diagnos¬ 
tics). 

With  electron  and  extreme  ultraviolet  generation 
of  the  secondary-electron  distribution,  the  effec¬ 
tive  escape  depths  of  the  electrons  can  be  very  de¬ 
pendent  upon  the  attenuation  mechanism  of  the  ex¬ 
citing  radiation.  With  x-ray  excitation  of  the  pho¬ 
toelectron  and  subsequent  emission  of  the  associated 
Auger-electron  “primaries”  which  in  turn  generate 
the  internal  secondary -electron  distribution,  the 
electron  escape  depths  are  usually  independent  of 
the  x-ray  attenuation  process.  This  is  because 
the  x-ray  penetration  is  very  large  as  compared 
to  the  effective  electron  escape  length.  Thus  with 
x-ray  excitation,  often  a  more  direct  and  precise 
interpretation  of  the  secondary -electron  energy 
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distribution  can  be  made  in  terms  of  models  for 
the  excitation,  transport,  and  escape  processes. 

In  an  earlier  work,’  ihe  electron  energy  depen¬ 
dence  of  the  secondary -electron  energy  distribution 
from  metals  as  excited  by  x-rays  in  the  0.1-10- 
keV  region  was  measured  and  found  to  be  consistent 
and  predictable  by  applying  currently  available 
theoretical  descriptions  for  the  excitation,  mean 
free  paths,  and  escape  for  secondaries  in  metals. 

In  this  present  work,  we  have  measured  the  energy 
dependence  and  relative  yields  of  the  secondary 
electrons  as  excited  by  soft  x  rays  (principally  at 
1487-eV  photon  energy)  for  a  representative  series 
of  semiconductors  and  insulators.  For  these  sys¬ 
tems,  the  secondary-electron  generation  processes 
are  more  complex,  particularly  for  the  insulators 
for  which  multiple  scattering  has  an  appreciable 
role  in  the  transport  process.  In  order  to  test 
available  theoretical  expressions  for  the  secondary- 
electron  excitation  and  for  the  mean  free  paths  for 
pair  production  and  for  electron-phonon  interactions 
for  the  energy  region  below  10  eV,  we  have  used 
the  relatively  simple  rate  equation  developed  by 
Kane2  for  a  description  of  the  multiple  scattering 
transport  process.  We  believe  this  approach  will 
be  helpful  at  this  time  in  guiding  the  application  of 
more  exact  transport  theories,  analytical  and 
numerical,  in  later  studies. 

In  Sec.  II,  we  present  the  “semiclassical,” 
simple  case  for  x-ray  excited  secondary^-  electron 
generation  for  the  “no-loss”  transport  (no  multi- 
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